Inadvertent duodenal stenting: a case report.
A Gianturco type metallic stent placed in the common bile duct migrated into the duodenum. The device remains in situ, and has caused no ill-effects to date. This raises the possibility that such stents may be deployed in the gastrointestinal tract.